The total containment of a batch-type zonal centrifuge.
A batch-type zonal centrifuge has been modified and totally contained for use with biologically hazardous materials. A sealed cabinet encloses the centrifuge and the ancilliary equipment. It is operated with a flow of filtered air when the zonal system is on, decontaminated with ethylene oxide, and maintained at a negative pressure throughout. The centrifuge subsystems can be drained, flushed, and decontaminated with ethylene oxide before an engineer services the machine. The sample handling system within the cabinet is remotely controlled.